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Operating Unit Double Corridor Model 

 

 

Alternative Modules and Air Pressurisation Diagrams 

The alternative module diagrams with air pressurisation shown below represent 
acceptable variations of the arrangement of Operating Rooms with Anaesthetic and 
support rooms.  Each module represents ideal relationships and maintains correct clean/ 
dirty flows.   

Air pressurisation and traffic flows have been graded according to the following legend 
below. For the pressure differential between each two grads, refer to Part E - 
Engineering Services of these guidelines: 

 


